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Abstract - This paper presents the use of undersampling 
in an NMR prototype equipment. The results show that 
undersampling is a convenient tool to be used in the 
processing of these signals. It allows to easily transform 
bandpass Free Induction Decay (FID) signals, centered at 
high frequencies, into lowpass signals or bandpass signals 
at much lower frequencies. Main advantages of using this 
technique are improved signal to noise ratio and analog 
electronic stages suppression. 

I. INTRODUCTION 
In ii typical Nuclear Magnetic Resonance imaging system, 

the signal obtained in the receiver coil is amplified using 
tuned amplifiers, processed with demodulators and 
intermediate frequency amplifiers (IF), and finally by ;1 
quadrature phase sensitive detector. The last step produces 
two FID (Free Induction Decay) signals, which must be 
filtered to remove high-frequency components [ I ] .  Among 
other problems of this classic architecture, the analog mixer 
required is i t  component that generates a relatively large noise 

These analog sections can be replaced by using digital 
techniques, which reduce the noise level and the phase 
distortion, and therefore increase the quality of the final 
images. One of these digital techniques is oversampling, but 
then the high conversion rate needed implies the use of fast 
electronic circuits and large storage capacities. Another 
alternative is the use of undersampling techniques or 
passband sampling. which have been successfully applied in 
the radiocominunications field, in what is called software 
radio. In software radio an analog to digital converter takes 
the IF signal and samples it at a rate below the Nyquist 
frequency. This sampling process causes the replication of the 
IF signal spectrum at the baseband, i.e. undersampling moves 
the spectrum to a lower frequency. functioning like a mixer 
131. The original information could be completely recovered 
from these sampled values if we ensure that the signal has no 
frequency components above a frequency f l l  or below a 
frequency ,fl and (,f;, - J; ) 5 f, . Passband signal must also 
satisfy 14.51 

power 121. 

where is an integer that fulfills 

Basically, the NMR signal is a passband signal with a 
center frequency which can take values from a few megahertz 
to a few hundred megahertz, depending on the main magnetic 
field used. In this work we show the use of bandpass 
sampling in the processing of signals coming from an NMR 
equipment and the advantages of this method. 

Undersampling directly applied to the amplified resonance 
signal allows to reduce the speed and storage requirements, 
and therefore the costs of implementation. The sample and 
hold circuit is the only component that must keep the same 
characteristics when oversampling or undersampling is used, 
with the purpose that it could manage all the frequency 
components contained in the original signal. 

11. METHOD 
In order to evaluate if undersampling is a viable alternative 

to detect and process the NMR signal, we have performed 
some tests using a prototype of nuclear magnetic resonance 
equipment, which operates at 5.017 MHz. This equipment 
was completely developed with analog circuitry. During this 
evaluation the NMR signals were sampled, quantized and 
processed using a digital oscilloscope (Tektronix TDS-524A 
with GPIB interface). This oscilloscope can manage up to 
500 MHz signals and different sampling rates can be used. It 
allows to acquire the signals with undersampling and 
oversampling techniques. 

The FID signal has been sampled at two different points of 
the NMR system: 
- After the tuned filters that receive the signal from the coil: 

in this point the signal is a passband signal and has a 
carrier frequency equal to the Larmor frequency (5.0 17 
MHz) 

- The equipment output, where the signal i s  in  baseband 
after the detection, filtering and amplifying stages. 

Signals in both points were acquired with a sampling rate of 
50 Ksamples/s and their spectra were obtained. 

111. RESULTS 
As shown in Fig. I ,  the resonance information is 

completely recovered in  a lower frequency, just by 
undersampling according to the specified conditions. The 
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v p i l  L ~ U  I lei, ,,iiiiplcct at 50 Ksamplcds, has a frequency ot 
17 ~ H L ,  equal to the difference between the Larmoi 
frequency and the closest lower multiple ot the sampling rate 
There are two rmpot tant points to remark in this experiment: 
- The FID \ign,il \pectruin h o u l d  not be shittcd to 

b,isebnnd becóitix that would produce spectrum overlap 
(the s,mpling ratc nccdcd for this shitt docs not tulfill 

- The p.idmid FID signal can be converted to lowpass by 
uviig thc Lidccltidte sampling rate, that in this case I \  

tiecluency ecliid to 24 95 kHz for 2.5 kHz bandwidth This 
value wci5 not wed in the experiments shown here because 
the os~illoscope cannot select this sampling rate 
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Fig. I .  ólôhc under-s;implcd FID signal is shown in the center with ita 
spectrum above. For the spectrum, the vertical divisions are 20 dB  
and the horizontal ones. 2.5 kHz. For the undersampled FID signal 
these v~ilues arc 85.5 inV and 5 ms. Note the peak in  the spectrum at 
17 kH/.. 

Fig. 2 presents the resonant FID signal in baseband as it  is 
obtained after its analog processing: tleteclion, filtering and 
amplification. Signal shown in Fig. 2 has been amplified with 
tuncd amplificrs which introduce a noticeable phase 
distortion. 
We have repeated the process using different sampling 

rates ( 100, 250 y SO0 Ksampiesk) with the same results. 

R u n .  1 OIDkS/s Sample 
i 

I---- 

Fig. 2. Real part of the FID signal in baseband (above) and its 
spectrum Orrirldlc li~io). Vertical and horizontal scalc divisions for 
the spectrum are 20 d13 and 2!.S kHz respectively. These values for 
the FID sigiial :ire 600 mV and S ms. 

IV. CONCLUSIONS 
way 

of processing NMR signals. Our experiinental results 
deirionslrute that this technique can be very useful for NMR 
signal processing. This alternative procedure eliminates some 
analog electronic circuits, replacing them with low speed 
digital processing (aliiiosi: baseband or audio band). The 
spccd and storage requirements are then reduced in 
coinparison with systems working with the Nyquist criteria: a 
sampling frequency of 50 kHz is used instead of 10 MHz. 
ôIhe resulting signals havc a SNR higher than those obtained 
with a much inore complex analog electronics. Further digital 
processing (at this low speed) could certainly improve the 
characteristics of the NMR signal. 
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