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Abstract
Background and Objective
The availability of digital X-ray detectors, together with the development of new robotized hardware and
reconstruction algorithms, opens the opportunity to provide 3D capabilities with conventional radiology
systems. This would be based on the acquisition of a limited number of projections with non-standard
geometrical configurations. The versatility of these techniques is enormous, enabling the introduction of
tomography in situations where a CT system is hardly available, such as during surgery or in an ICU, or
in which a reduction of radiation dose is key, as in pediatrics. Computer simulations are a valuable tool to
explore these possibilities before their actual implementation on real systems. Existing software tools
generally simulate only standard acquisition protocols, such as cone-beam with circular trajectory, thus
not allowing the users to evaluate more sophisticated projection geometries. The goal of this work is to
design a simulation tool that enables the design of acquisition protocols with flexible projection
geometries.
Methods
We present XAP-Lab, a software tool for the design of X-ray acquisition protocols with flexible trajectories.
For a given projection geometry, defined through a graphical user interface, it allows the user to simulate
projections using GPU-accelerated kernels, the visualization of the scanned field of view and the
estimation of the total radiation dose. The complete acquisition protocol can then be exported with the
appropriate format for its use on real systems.
We tested the software by optimizing a tomosynthesis protocol and validating the results with real
acquisitions using a SEDECAL NOVA FA radiography system and phantoms for quantitative and
qualitative evaluation.
Results
Quantitative evaluation using a phantom showed a mean error under 4 mm for each position, below the
±5 mm tolerance of the system specified by the manufacturer. Visual evaluation on a thorax acquisition
also showed a good geometrical agreement between simulated and real projections.
Conclusions
Results showed an excellent matching with simulations, supporting the usefulness of XAP-Lab for the
design of new acquisition protocols with non-standard geometries.
Keywords: Simulation; X-ray; Acquisition protocol; Radiology system; Tomography; System geometry.
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1. Introduction
The past decades have seen a rapid evolution towards the use of digital equipment in radiology. The
introduction of digital detectors, together with a flexible robotized movement of the system components
opened the possibility of obtaining 3D information from conventional X-ray systems, using particular
geometrical configurations. This may allow radiologists to introduce tomography in situations where a CT
system is not available, such as during surgery or in an ICU, while keeping the radiation dose delivered
to the patient as low as possible.
In this context, computer simulations are a valuable tool to explore the possibilities of new acquisition
strategies before their implementation on real systems. Several simulation tools that model the X-ray
image acquisition [1-6] of 2D images or tomographic studies have been developed in recent years.
Although they generally include high performance projection kernels and allow users to configure the
acquisition geometry, they are limited by restrictions regarding source and detector positioning, and/or
are not intended for simulating a sequence of positions, which reduce their ability to simulate new
acquisition protocols based on not-standard setups. The ImaSim package [1] only supports planar and
CT/CBCT geometries; the tools described in [2, 3] allow adjusting the source position and orientation
relative to the imaged object and the source-to-detector distance (SOD), but the detector orientation is
fixed to be orthogonal to the beam. CATSIM [6] was focused on modelling the physics of CT acquisition
(realistic quantum and electronic noise models, finite focal spot size and shape, finite detector cell size,
detector cross-talk, detector lag or afterglow, bowtie filtration, finite detector efficiency, non-linear partial
volume and scatter) but it did not include the simulation of non-standard acquisition geometries. The tool
in [4] allows setting the position and orientation of source and detector independently, but it is aimed at
the simulation of synthetic objects that need to be defined using computer-aided drawing (CAD) models.
The CONRAD software framework [5] and ASTRA toolbox [7] allow configuring flexible acquisition
geometries and high-performance simulation methods, but are not prepared to export the geometry to
real systems out of the box and, in the case of ASTRA toolbox, lack a graphical user interface to facilitate
the geometry design process.
In this work, we present XAP-Lab, a tool that enables the design of acquisition protocols with flexible
projection geometries adapted to specific system configurations, providing the simulated projections in
near real-time as well as additional information such as the scanned field of view (FOV) or the total
radiation dose.
3

 6LPXODWLRQWRRO
7KHPDLQFRPSRQHQWVRIDQ;UD\V\VWHPDUHWKH;UD\VRXUFHWKHGHWHFWRUDQGWKHVDPSOHKROGHU RU
EHG $VDOORIWKHPKDYHVSHFLILFFRQVWUDLQWVLQLWVUDQJHRIPRYHPHQWWKHDFKLHYDEOHSRVLWLRQVRIWKHVH
HOHPHQWVFDQEHGHILQHGE\DVHWRIJHRPHWULFDOSDUDPHWHUV$JLYHQDUUDQJHPHQWRI;UD\VRXUFHDQG
GHWHFWRUGHILQHVDSURMHFWLRQSRVLWLRQWKHFRPSOHWHWUDMHFWRU\RIWKHDFTXLVLWLRQSURWRFROZLOOEHJLYHQE\
DVHWRISURMHFWLRQSRVLWLRQV7KHDFTXLVLWLRQSURWRFROLVFRPSOHWHGZLWKWKHSDUDPHWHUVRIWKHVRXUFH P$V
DQG.9 
;$3/DE GHYHORSHG LQ 0$7/$% E IROORZLQJ D PRGXODU GHVLJQ WR IDFLOLWDWH WKH DGGLWLRQ RI QHZ
IXQFWLRQDOLWLHV HQDEOHV WKH GHVLJQ RI DFTXLVLWLRQ SURWRFROV IRU JHQHULF RU VSHFLILF ;UD\ V\VWHPV ,W LV
RSHUDWHGWKURXJKWKHJUDSKLFDOXVHULQWHUIDFH *8, VKRZQLQ)LJ


)LJ*UDSKLFDOXVHULQWHUIDFHRIWKHVRIWZDUHZLWKGLIIHUHQWSDQHOVGHWHFWRUDQGVDPSOHYROXPHVHWWLQJV  
JHRPHWU\FUHDWLRQ  SURWRFROPDQDJHU  SUHGHILQHGSURWRFROV  GRVHHVWLPDWLRQ  DQGVLPXODWLRQDQG
V\VWHPH[SRUWPRGXOHV  

)LJVKRZVWKHZRUNIORZWRFUHDWHDQHZDFTXLVLWLRQSURWRFROZLWK;$3/DE






)LJ:RUNIORZRIQHZSURWRFROFUHDWLRQ

7KHILUVWVWHSLVWRHVWDEOLVKDVHWRIUXOHVDQGFRQVWUDLQWVWKDWGHILQHWKHSK\VLFDODUUDQJHPHQWRIWKH
WKUHHPDLQHOHPHQWV;UD\VRXUFHGHWHFWRUDQGVDPSOHKROGHUIRUDJLYHQ;UD\V\VWHP7KLVDOORZVWKH
VRIWZDUH WR GHILQH WKH ZRUNLQJ VSDFH IRU WKH RSHUDWLRQ RI WKH ;UD\ V\VWHP WR IDFLOLWDWH WKH GHVLJQ RI
SURWRFROVVXLWDEOHIRUWKDWV\VWHP7KLVLQIRUPDWLRQLVVWRUHGLQWKHV\VWHPGHILQLWLRQILOHDSODLQWH[WILOH
ZKLFKVSHFLILHVWKHPLQLPXPPD[LPXPDQGGHIDXOWYDOXHVIRUHDFKJHRPHWULFDOSDUDPHWHURIWKHWKUHH
HOHPHQWV
7KH VDPSOHLV GHILQHG DV DQ LQSXWYROXPH RI GHQVLW\YDOXHV ZKLFK FDQ EH HLWKHU UHDO GDWD SUHYLRXVO\
DFTXLUHGLQD&7RUJHQHUDWHGE\FRPSXWHUVLPXODWLRQ7KHDFTXLVLWLRQSURWRFROLVGHVLJQHGLQWHUDFWLYHO\
E\DGGLQJLQGLYLGXDOSURMHFWLRQSRVLWLRQV7KH*8,GLVSOD\VDOOSRVLWLRQVLQWKHWUDMHFWRU\LQWKHSRVLWLRQV
OLVWRQSDQHORI)LJZKLFKFDQEHVHOHFWHGWREHHGLWHGRUGHOHWHG
7KHSODFHPHQWRIWKHVRXUFHDQGGHWHFWRUIRUHDFKSURMHFWLRQSRVLWLRQFDQEHGRQHPDQXDOO\HGLWLQJHDFK
RQHRIWKHSRVLWLRQVE\XVLQJWKHVOLGHUVILQHWXQLQJWKHLQGLYLGXDOYDOXHVWKURXJKWKHWDEOHRUGUDJJLQJ
DQGGURSSLQJWKHJUDSKLFPDUNHUVVKRZQIRUWKHVRXUFHDQGGHWHFWRURQHDFKYLHZLQSDQHORI)LJ
7KHWRWDOVFDQQHG)29XQGHUVWRRGDVWKHSDUWRIWKHVDPSOHFRYHUHGE\DOODFTXLVLWLRQSRVLWLRQVLVDOVR
VKRZQLQWKH'YLHZVRISDQHORIWKHLQWHUIDFHDVVHPLWUDQVSDUHQWSRO\JRQVWRKHOSDVVHVVLQJLIWKH
GHVLJQHGSURWRFROVXIILFLHQWO\FRYHUVWKHUHJLRQRILQWHUHVW 52, 
7RJHQHUDWHSURMHFWLRQGDWDWKHDWWHQXDWLRQRI;UD\VWUDYHUVLQJDVDPSOHLVPRGHOHGDV







𝐼 = ∑𝑘 𝐼0 (𝐸𝑘 ) ∙ 𝑒 − ∑𝑖 𝑚𝑎𝑐𝑖 (𝐸𝑘)∙∫𝐿

𝜌𝑖 𝑑𝑙

(1)

where 𝐼0 (𝐸𝑘 ) is the X-ray beam intensity at each energy 𝐸𝑘 (energy spectrum) and 𝑚𝑎𝑐𝑖 and 𝜌𝑖 are the
mass attenuation coefficient and density of material i respectively. The energy spectra were generated
with the Spektr [8] toolbox using mass attenuation coefficients of different compounds obtained from the
NIST database [9]. The density map for each tissue, 𝜌𝑖 , is generated from the input volume of the sample
by thresholding, setting all the voxels corresponding to other tissues to 0 (the sum of all density maps
equals the original volume). The threshold values to separate each tissue/material are provided in a text
file along with the volume data.
For each tissue/material in the sample, the values of ∫𝐿 𝜌𝑖 𝑑𝑙 in equation 1 are generated by means of
FUX-Sim [10], a fast projection/back-projection framework optimized for different families of GPUs and
CPUs (CUDA & OpenCL). To this end, we need to translate the positions from the coordinate system
used in XAP-Lab to that used by FUX-Sim. Left panel in Fig. 3 shows the coordinate system used to
represent the main elements involved in the image acquisition process: the x-ray source, the detector and
the sample. The geometry expressed in XAP-Lab’s coordinate system (𝑥 𝑠 , 𝑦 𝑠 , 𝑧 𝑠 ) is translated onto the
object coordinate system (𝑥 𝑝 , 𝑦 𝑝 , 𝑧 𝑝 ) used by the projection kernel of FUX-Sim.
FUX-Sim defines a virtual detector placed orthogonally to the line that passes through the source and the
origin. The intersection of this line with the virtual detector’s plane, pvd, corresponds to the center of the
detector. The real detector position in the object coordinate system is then expressed as a set of linear
displacements and angular tilts applied to a virtual detector position, as shown in the right panel of Fig. 3.
The linear displacement, ∆𝑧, is first calculated so that the source-object line passes through the center of
the detector, coincident with the

point of the virtual detector. The tilting, 𝜑𝑦𝑧 , is then calculated as the

angle formed between the real and virtual detectors.
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geometry of a single projection. Adding a new projection position instantiates a new pair of source and
detector objects in their default positions.
The patient class represents the sample to be imaged, and contains its spatial position in the system,
matrix size and voxel size. If no additional properties are set, the field of view is calculated from the matrix
and voxel size. In order to enable simulating polychromatic projections, the patient class may provide
additional properties and methods to define its constituting materials. The volumeFile property includes
the path to a file that stores the density map of the patient. It can be accessed by calling the getFile()
method, which displays a file selection dialog. The materials property stores an array of key-value pairs
that define the thresholds for each tissue/material and the path to a text file containing the mass
attenuation coefficients for that material.
Additionally, the source, detector and patient classes implement a draw() method that represents each
object in all available views of the GUI (panel 2 of Fig. 1). The source position is represented by a small
yellow triangle, the patient is represented as a box and the detector is represented as a line in each of the
2D views. The X-ray beam is represented as a semitransparent triangle with its vertices on the source
position and the detector corners.
Finally, the geometry class represents the whole acquisition protocol, and comprises a patient object and
an array of position objects. The geometry class also overloads the implementation of some generic
MATLAB functions such as disp() or struct() to improve its representation and to ease the saving/loading
of XAP-Lab’s geometry data.
Acquisition protocols with predefined trajectories
The design of acquisition protocols comprising a large number of positions can be time consuming if each
one of the positions needs to be manually set. To facilitate this task, XAP-Lab includes predefined
geometries, which automatically generate all the projections positions (trajectory) based on a set of input
parameters. Predefined trajectories include circular scan, helical scan, two wide field of view trajectories
(tilting or linear source movement), and two tomosynthesis trajectories (tilting or linear source movement.
More details on these acquisition trajectories can be found in [10].
The use of these predefined protocols is based on a template function that specifies the interface for the
input/output data. As input, it uses an initial geometry object with one position, which serves as a starting
point for the predefined protocol. Additional parameters such as the number of positions or the source to
detector distance are requested at the beginning of the function through additional dialogs. Then the code
implements the logic to create the subsequent positions based on the protocol configuration, modifying
the initial geometry object. In addition to the geometry object, the function returns the param struct
9

containing the protocol parameters and the output struct with any relevant information about the created
protocol in text format, as well as additional graphic elements to be added to the main GUI’s views.
The top panel of Fig. 5 shows an example of a predefined protocol for tomosynthesis that generates
positions with the source and detector moving along the z axis according to the following equations.

𝑠𝑥,𝑦,𝑧 (𝑖 ) = (0, 𝑠𝑦0 ,

2∙𝑠𝑧𝑀𝐴𝑋
𝑁𝑝

∙ (𝑖 −

𝑑𝑥,𝑦,𝑧 (𝑖) = (0, 𝑑𝑦0 , −𝑠𝑧 (𝑖 ) ∙

𝑁𝑝
2

(5)

))

𝑝𝑦0 −𝑑𝑦0+𝐹𝑃
𝑠𝑠0 −𝑝𝑦0 −𝐹𝑃

)

(6)

where 𝑠𝑥,𝑦,𝑧 , 𝑑𝑥,𝑦,𝑧 and 𝑝𝑥,𝑦,𝑧 are the positions of the source, detector and patient objects for each position
i and 𝑠𝑧𝑀𝐴𝑋 is the maximum displacement of the source in the z axis indicated in the system definition file
(for simplification, we assume that the source z limits are symmetric so |𝑠𝑧𝑀𝐴𝑋 − 𝑠𝑧𝑀𝐼𝑁 | = 2 ∙ 𝑠𝑧𝑀𝐴𝑋 ). The
parameters 𝑠𝑦0 and 𝑑𝑦0 are respectively the source and detector vertical coordinates of the first position
in the input geometry object. The number of projections, Np and the distance of the focal plane to the
center of the object, FP, are set through the dialog shown in the top-right panel of Fig. 5. Bottom panel of
Fig. 5 shows another predefined tomosynthesis protocol that allows the user to draw an ROI on a sagittal
slice of the volume and generates the positions that ensure the whole ROI to be properly illuminated in
all the positions.
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{



"detector":{
"size":[512, 512],
"pixelSize":[0.5,0.5]
},
"patient":{
"position":[0,300,0]
},
"positions":[
{
"source":{
"position":[0,1000,-200]



},
{

}

]

}

},
"detector":{
"position":[0,0,50],
"angle":[0,0,0]
}
"source":{
"position":[0,1000,200]
},
"detector":{
"position":[0,0,-50],
"angle":[0,0,0]
}

Geometrical misalignments
Another useful feature of a simulation system is to enable studying the effects of mechanical
misalignments in a real system. We have included in XAP-Lab the ability to select (panel 6 of Fig. 1) a
calibration file containing the values of these positioning errors, provided that the simulation module in
use supports taking into account misalignments. This is the case of the FUX-Sim framework used by XAPLab to simulate the images, as it allows specifying the deviations from the ideal position of the source and
the detector for each projection. FUX-Sim read these values from plain text files where rows correspond
to positions and columns represent the deviation from the ideal value for each parameter (projection
angle, source-to-object distance, detector-to object distance, detector orientation and shifts).

3. Evaluation
System setup
We evaluated the XAP-Lab using a SEDECAL NOVA FA digital radiography system, consisting of a
ceiling suspension and an elevating table which can be remotely controlled. The images were acquired
with a Perkin Elmer XRpad 4336 flat panel detector with a pixel size of 100 µm and a matrix size of
4320×3556 pixels.
We created the system definition file (as defined above) that represents the movement ranges of the
system’s suspension and detector bucky. Then we implemented an export module to translate the
simulated geometries onto the NOVA FA format. The resulting acquisition trajectories specifies the
individual positions with the longitudinal position of the detector (z axis in XAP-Lab’s coordinate system)
and the position of the source relative to the center of the detector (source-to-detector distance and α
angle in left panel of Fig. 6).

12

Fig. 6. Left: Diagram of the conversion from XAP-Lab’s coordinate system to NOVA FA position. Right: Diagram
representing the 15 positions of the designed tomosynthesis protocol. The blue polygon outlines the total scanned
FOV.

A linear tomosynthesis protocol with 15 positions was generated following Eqs. (1) and (2), from an initial
geometry given by the central position, with a source-to-detector distance of 1500 mm, a maximum source
displacement on the z axis of 1000 mm, and a focal distance of -160.3 mm, so that the focal plane was
at the detector’s height. These parameters resulted in a protocol with the X-ray tube following a linear
trajectory and the detector staying at a fixed position. Right panel of Fig. 6 shows the described acquisition
protocol as displayed in the ZY view of the GUI.
Finally, we exported the designed protocol to the NOVA FA system format in order to implement the real
acquisition.
Geometrical evaluation
In order to allow the quantitative evaluation of the geometrical correspondence between the simulated
and real projections, we created a geometric phantom made of methacrylate plus 1.5 mm diameter
radiopaque spherical markers embedded at the corners (Fig. 7). We acquired a CT study of the phantom
using a Toshiba Aquilion/LB scanner, obtaining a volume with a matrix size of 512×512×1645 voxels and
a voxel size of 0.931×0.931×0.5 mm, which was used as the input patient in FUX-Sim.
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)LJ*HRPHWULFDOSKDQWRPGHVLJQ OHIW D[LDO&7VOLFH FHQWHU DQGSKRWRJUDSKRIWKHSKDQWRPSODFHGRQWKH
129$)$EHGIRUDFTXLVLWLRQ ULJKW 

7KHVLPXODWHGSURMHFWLRQJHQHUDWHGXVLQJWKH&7YROXPHDVDQLQSXWZHUHFRPSDUHGWRWKRVHDFTXLUHG
ZLWK WKH UHDO V\VWHP LQ WHUPV RI SRVLWLRQ HUURUV RI WKH UDGLRSDTXH PDUNHUV &RQVLGHULQJ WKH GLIIHUHQW
SKDQWRPSRVLWLRQLQWKH7RVKLED&7DQGWKH129$)$V\VWHPWKH&7GDWDZDVPRGLILHGWRPDWFKWKH
SRVLWLRQLQWKH129$)$V\VWHPIROORZLQJWKHSURFHVVLOOXVWUDWHGLQ)LJ:HILUVWSHUIRUPHGDULJLG'
UHJLVWUDWLRQRIWKHFHQWUDOVLPXODWHGSURMHFWLRQZLWKWKHFRUUHVSRQGLQJSURMHFWLRQDFTXLUHGZLWKWKH129$
)$ $VVXPLQJ WKDWPLVDOLJQPHQWV LQ WKH \ D[LV ZHUH QHJOLJLEOHWKH UHVXOWLQJ ' WUDQVIRUPDWLRQPDWUL[
ZRXOGEHHQRXJKWRFRUUHFWPLVSODFHPHQWVLQWKH[DQG]D[HV7KLVWUDQVIRUPDWLRQPDWUL[ZDVDSSOLHGWR
WKHFRURQDOVOLFHVRIWKHRULJLQDO&7YROXPH WKRVHSDUDOOHOWRWKHWDEOH WRREWDLQWKHUHJLVWHUHGYROXPH


)LJ:RUNIORZRIWKHSURFHVVIROORZHGWRPRGLI\WKH&7LQRUGHUWRPDWFKLWVSRVLWLRQZLWKWKDWRIWKHUHDO
SKDQWRPLQWKH;UD\V\VWHP

7RPHDVXUHWKHGLVDJUHHPHQWLQWKHSRVLWLRQRIWKHPDUNHUVLQWKHUHDODQGVLPXODWHGSURMHFWLRQZHXVHG
D 0$7/$% VFULSW WR DXWRPDWLFDOO\ ORFDWH DQG PDWFK WKH FHQWURLGV RI WKH PDUNHUV LQ HDFK
VLPXODWLRQSURMHFWLRQ SDLU IROORZHG E\ D PDQXDO FRUUHFWLRQ LQ WKRVH FDVHV WKDW IDLOHG GXH WR PDUNHUV
RYHUODSSLQJ7KHHUURUZDVFDOFXODWHGDVWKH(XFOLGHDQGLVWDQFHEHWZHHQHDFKSDLURIPDUNHUV
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SURMHFWLRQVIRUDFTXLVLWLRQSRVLWLRQVDQG7KHERWWRPSDQHOVKRZVWKHPHDQGLVWDQFHEHWZHHQDOO
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Fig. 10. Top: Raw projection data obtained in the NOVA FA system for positions 1, 7 and 15, showing the marker
positions in the simulated (white crosses) and real (black circles) projections. Bottom: Mean and standard deviation
of position mismatch between the real and simulated projections of the markers.

As an example, Fig. 11 shows the real and simulated projections for positions 1, 8 and 15. Size
measurements of some structures show a good visual agreement between the simulated and real
projections, with measured errors below 1%.

Fig. 11. Real (left) and simulated (right) projections at positions 1, 8 and 15 of the linear tomosynthesis protocol.
Dashed lines show size measurements of approximately corresponding structures. White line in the middle plane
shows the profile taken across the heart. .

The profile taken across the heart in the middle projection (white line in Fig. 11) confirms the good
structure matching between simulated and real data (Fig. 12). Given that the projection pixel values
depend on many uncertainties such as the X-ray spectrum, the detector model, scatter, and other physical
effects, not taken into account in this study, the coincidence in pixel values was not expected,
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)LJ+RUL]RQWDOSURILOHWDNHQDFURVVWKHKHDUWRQVLPXODWHGDQGUHDOGDWD

 'LVFXVVLRQ
:HKDYHSUHVHQWHG;$3/DEDVRIWZDUHWRROWRVXSSRUWWKHGHVLJQRI;UD\DFTXLVLWLRQSURWRFROV7KURXJK
DJUDSKLFDOXVHULQWHUIDFHLWDOORZVXVHUVWRGHILQHIOH[LEOHSURMHFWLRQJHRPHWULHVWDNLQJLQWRDFFRXQWWKH
FRQVWUDLQWVRIDJLYHQ;UD\V\VWHPFRQILJXUDWLRQ7KHVRIWZDUHSURYLGHVDGGLWLRQDOLQIRUPDWLRQUHJDUGLQJ
WKH GHVLJQHG SURWRFRO VXFK DV WKH WRWDO VFDQQHGILHOG RIYLHZ DQG WKH HVWLPDWLRQ RIWKH WRWDO UDGLDWLRQ
GRVHLQWHUPVRIWKHGRVHDUHDSURGXFW7KHSURWRFROFDQEHVLPXODWHGDQGSUHYLHZHGLQQHDUUHDOWLPH
WKDQNVWRWKH*38LPSOHPHQWDWLRQRISURMHFWLRQNHUQHOVWKDWWDNHLQWRDFFRXQWWKHJHRPHWU\RIWKHV\VWHP
DQGWKHSRO\FKURPDWLFQDWXUHRIWKHVSHFWUD)8;6LPGRHVQRWLQFOXGHVFDWWHUHVWLPDWHVEXWWKDQNVWR
LWVPRGXODULPSOHPHQWDWLRQLWZRXOGEHVWUDLJKWIRUZDUGWRSOXJLQRWKHUH[WHUQDOVRIWZDUHWRSURYLGHVXFK
LQIRUPDWLRQ
$V D SUHOLPLQDU\ HYDOXDWLRQ ZH XVHG WKH VRIWZDUH WR GHVLJQ D WRPRV\QWKHVLV SURWRFRO WKDW ZDV
DIWHUZDUGV H[SRUWHG WR EH DFTXLUHG ZLWK D UHDO V\VWHP 5HVXOWV VKRZHG JRRG DJUHHPHQW EHWZHHQ
VLPXODWHG DQG DFTXLUHG LPDJHV 4XDQWLWDWLYH HYDOXDWLRQ VKRZHG D PHDQ HUURU XQGHU  PP IRU HDFK
SRVLWLRQZKLFKLVEHORZWKHPPWROHUDQFHVSHFLILHGE\WKHPDQXIDFWXUHUIRUWKH6('(&$/129$)$
V\VWHP  7KH YLVXDO H[DPLQDWLRQ RI WKH WKRUD[ DFTXLVLWLRQ DOVR VKRZV D JRRG JHRPHWULFDO DJUHHPHQW
EHWZHHQVLPXODWHGDQGUHDOSURMHFWLRQV&RLQFLGHQFHLQSL[HOYDOXHVDQGFRQWUDVWZDVQRWH[SHFWHGDVLW
LV DIIHFWHG E\ PDQ\ XQFHUWDLQWLHV VXFK DV WKH ;UD\ VSHFWUXP WKH GHWHFWRU PRGHO VFDWWHU DQG RWKHU
SK\VLFDOHIIHFWV+RZHYHU;$3/DEZDVGHVLJQHGWRHQDEOHDQHDV\LQWURGXFWLRQRIVXFKIHDWXUHVWKURXJK
SOXJLQV WKDW DFW DV DQ LQWHUIDFH EHWZHHQ ;$3/DE¶V JHRPHWU\ GHILQLWLRQ DQG RWKHU VLPXODWLRQ VRIWZDUH
SDFNDJHV$VDIXWXUHLPSURYHPHQWZHSODQWRDGGVXSSRUWIRUWKHSXEOLFO\DYDLODEOHVRIWZDUHOLEUDU\0&
*38>@WRSURYLGHVFDWWHUHVWLPDWLRQVDQGDOVRIRUWKHGHWHFWRUPRGHODVDQRWKHUSDUWRIWKHVLPXODWLRQ





pipeline. The validation of XAP-Lab on reconstructed images is hindered by the need of a complete
geometrical calibration of the real system, which was out of the scope of this work.
The level of precision achieved supports the use of XAP-Lab to assess the practical feasibility of
different acquisition schemes on a given real system, as well as to define the optimal system geometrical
requirements in terms of movement ranges of the source and the detector for a given application. While
the range of movement of the elements in the real system is roughly specified in the current
implementation, further requirements like specific trajectories for each element, could be enforced in the
system export modules to ensure that each position can be reproduced on the system. The modular
approach followed in the design and implementation of this tool enables an easy integration of new
modules and features, such as new predefined protocols or support for additional acquisition systems.
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